MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM ( -

DATAMASTER MAINTENANCE REPORT RECEIVED e

By Carol Day at 4:20 pm, Dec 18,2014
Complete this reporl at the time of the regular monthly preventive maintenance check (not to exceedoo ; -
Complete this report whenever the instrument Is serviced or repaired and whenever it is placed into service.

Retain the original and send a copy within 15 days to the Breath Afcohol Program, DHSS.

ToHuy Y

DATAMASTER SN NAME OF AGENCY DATE OF INSPEGTION
201302 SAINT JOSEPH POLICE DEPARTMENT 12-04-2014
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 FARAON STREET SAINT JOSEPH, MISSOURI 64501 1549

CHECKLIST: Place a mark In the box by each item If found to be satisfactory or if operating within established limlts, (Write In obseived values
where determined.) Unmarked items must be comrected before using insfrument.

12-04-2014 @ 1549

DIAGNOSTIG GHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout)
D computer DETECTOR
X procrAM X FiLTERS
HEATERS SAMPLE CHAMBER 49 oc X quarTz sTANDARD
] FLOW DETECTOR D cauBRATION
PUMP HIGH SPEED X1 PRINTER

D4 mpicATOR LIGHTS

REPCO MARKETING INC LOT # 13002 EXP. DATE 06-19-2015

SIMULATOR SOLUTION SUPPLIER

340 oc SIMULATOR SN SD2278 EXP. DATE  11-17-2015

SIMULATOR TEMP (34'C + 0.2'C)
<] CALIBRATION CHEGK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)

Run three tests using a standard sotution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

<] 0.100% STANDARD - MUST READ BETWEEN 0,095% AND 0.105% INCLUSIVE
|| 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
| 10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 - 100 TEST 2 - 099 TEST 3 - 099

PERFORM R.F.I. TEST (PRINTOUT ATTACHED}

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 {.05-.09) 0 {.10-.14) 0 {.16-.19) 0 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS HADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMIES
{USE OTHER SIDE JF NECESSARY).

REPLACED PRINTER RIBBON

INSPECTING OFFICER: s
SIGNATURE PRINT FULL NAKME

OFFICER BRAD KERNS
TELEPHONE NUMBER

TYPE 41 PERMIT HUMRBERIEXPIRATON DATE
220427 12-27-2014 (816)271-5359
Breath Alcohol Pragram, MO Department of Health and Senior Services, Southeast Districl Office

28756 James Blvd.
Poptar Bluff, MO 6390 ;

———— j— R

RETURN COMPLETED REPORT TO THE:

LSS ERL SOONRTUR o st Ty e {7 T A {'.'L_U}':a('.



RepCo Marrzrme INC. _ | —
: 2101400 STONYBROOK DRVE
i : AALEIGH, N 27802

CERTIFICATE OF ANALYSIS

VANUFACTURYER AND SUPPLIER: RepCo Marketing, Inc.

EXPIRATION DATE: June 19,2015 a1 11:59 pam.

RepCo Markeing, Inc. certifios the following:
RepCo Markefng, Toe. mannfactured, fested
.13002 ofﬂmhoiﬁﬁﬁed%haﬁonforsimﬂatomkandommplﬁs

mber were analyzel by an independent laboratory wiilizing a gas chromatopraph
s/l +-003 gmsidl wifvol ethanol (95%

imd suppliod Lot Number .
of said fot -

 and found to contain__ 1217 -
Confidence).
The alcchol and distilled water used in fhe solution were fomd to be fresof

any interforring substmce. -
This sohtion will produce a vapor alcohol value of 108 +/-3% gms/2101:

Breath when heated B 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulaior

. {95% Confidence).
The date of mamafacture for ﬂns fot mmmber is Jane 20. 2013

The expiration date forthis lof nomberis - Jume19, 2015 ot

1259 pam.
This docment & airgerepres on of fae original Ceriificate of Analysis.
CLed B Kegan
Cecil B. Gazner, President
RepCoMarketing, Inc.

Foom BRM §2



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STRTE OF MISSOURT
ET.JOZEPH POLICE DNEPHRTHEMT

BAC DATAMASTER SERIAL HUMBER &8izge
' 1a-eds14

TESTIHGE OFFICER:
KERME<BRAD/M
OFFEICER I.0.: 267
PERMIT HUMBER: E2B4&7
ERFIRATION DATE: 12-.27-1i4
MISCELLANEQUS DATA:

o

—_

MATHT
—-~ ZUFERVISOR MODE -—-
BLAMK TEST . Bgl 1551
INTERMAL STAMDARD VERIFIED 15551
EXTERMAL STAMDARD o 1BE 1352
BLAMK TEST . Ggn 1553
EXTERMAL STAMDARD . 839 tarse
BLANK TEST » Bl 1553
EXTERMAL STRNDARD ML 15:54
BLANK TEST . 358 152 54

“Jﬂ =3

3IM = .1
AVG. = 8993

RATOR SIGNATURE

Stock No
f RECHDER ALL SUPPLIES FROM N.PA.S.
PO. BOX 1435, MANGFIELD, OH 44501

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Fvidence Ticket

STHTE OF MISSQURI
8T, JOSEPH POLICE DEFARTHMEMT

BAC DATAMHBSTER SERIAL HUMBER 261362
15378414
15: 4%

——— DIAGHOETIC CHECK ——-

COMPUTER: OKAY
] PRODRAM (B4-B7-2AG5>:  OKAY
? HERTERS
| SAMPLE CHAMBERZ 43¢
; FLOW DETECTOR: CKAY
i FUMP
L HIGH SPEED: OKFY
E YETECTOR: OKAY
.::::[AJFILTEPSR CIKAY
GUARTZ STANDARD: QKR
CKEY

CALIBRATION:

PRINTER TEET :
VIRSRE (kg -, SBIRBASAYESE § {=3PERBLIERG
HIJKLMHOPERSTUMMEYREN 1™ * shode fghidk lnna
paratuvu=gz (3T

GPERATOR SIGNATURE@
-

Casd Slock o,
60021 REORDER ALL SUPPLIES FROM N.PAS.
BO. BOX 1435, MANSFIELD, OH 44001

R —

-



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
--BAG DataMaster ..
Fvidence Ticket ‘

ITATE OF MISZOURI
ET.JOSEFH POLICE DEFARTHENT

5 BAC DATAMASTER SERIAL HUMBER 01262
f 2r0d.-14 :

ARREET TIME: 13:08
SUBJECT HAME:
KERMES<E
DOR: @2 14794 SEX: W
STRTE-/DL L. = MO 82606
ARRESTIMG DFFICER:
KERHS~B-M
OFFICER I.D.: EE7VE
TESTIMG OFFICER:
. KERH3~BRAD-H
OFFICER 1.D. 2872
FPERMIT MUMBER: 2&R4:27
EXPIRATION DATE: 12-287-14
MISCELLANEOUS DATA:
MAINT

~—~ BREATH AHALYEIE ——r

____;_JRHDIO INTERFERENCE

l’ OPERATOR SIGNATURE Q

H Card Slock No. \-
60021 REORDER ALL SUPPLIES FHOM N.PAS.
£0. BOX 1435, MAMSEIELD, OH 44901



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

BRAD M KERNS

Is hereby authorized to instruct and supervise operators, traln instructors, inspect,
calibrate, perform fisld repairs, and opsrate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determinatlon of the alcohotic content of blood from a sample of explired (alveolar)
air. Issued under the provisions of sectlons 677.020 through 577.041, RSMo 1988.

—
o 12/27/2012 n .
220427 Director of Stala Publlo Heaith Laboratory _
o - &"“Q UWQ"‘Qj ACTING DIRECTOR

Bores 12/27/2014

MO 680-0771 (7-86)

Birector, Department of Health
Lab, 4 {R7-80)




